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Abstract— An alternative approach for assessing the
conformity of electromagnetic interference measuring receivers
with respect to the baseline CISPR 16-1-1 requirements is pro-
posed. The method’s core is based on the generation of digitally
synthesized complex waveforms comprising multisine excitation
signals and modulated pulses. The superposition of multiple
narrowband reference signals populating the standard frequency
bands allows for a single-stage evaluation of the receiver’s voltage
accuracy and frequency selectivity. Moreover, characterizing
the response of the weighting detectors using modulated pulses
is more repeatable and less restrictive than the conventional
approach. This methodology significantly reduces the amount
of time required to complete the verification of the receiver’s
baseline magnitudes, because time-domain measurements enable
a broadband assessment while the typical calibration method-
ology follows the time-consuming narrow band frequency sweep
scheme. Since the reference signals are generated using arbitrary
waveform generators, they can be easily reproduced from a
standard numerical vector. For different test receivers, the results
of such assessment are presented in the 9 kHz–1 GHz frequency
range. Finally, a discussion on the measurement uncertainty of
this methodology for assessing measuring receivers is given.
Index Terms— Calibration, electromagnetic interference,
quality management, standards, time-domain measurements.
I. INTRODUCTION
THE measuring receiver is the fundamental instrumentfor conducted and radiated electromagnetic emissions
testing. According to the standard definition given by the
CISPR 16-1-1:2015, it is an “instrument such as a tunable
voltmeter, an electromagnetic interference receiver, a spectrum
analyzer or a fast Fourier transform (FFT)-based measuring
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instrument, with or without preselection, that meets the
relevant parts of this standard” [1]. In this regard, the standard
CISPR 16-1-1 does not provide a particular implementation
of a measuring receiver but a number of requirements that
manufacturers have to fulfill under a “black-box” approach.
Therefore, assessing of the quantities and ranges that allow
certifying the conformity of measuring receivers is mandatory.
Such assessment employs calibration and verification results
for determining if the measuring receiver performance is
within the tolerance margins. However, the variety of imple-
mentations of EMI test receivers and the particularity of their
requirements have led to a common situation in which the
instrument manufacturer can be the only capable entity of
performing a complete calibration of their own measuring
receivers.
On the one hand, this is because the established method for
calibrating the response to pulses of the standard weighing
detectors, e.g., the quasi-peak (QP) detector, uses a base-
band (nanosecond) pulse generator for providing a set of
rectangular pulses with a fixed impulse area and repetition
frequency [2]. Such a signal generator is an expensive piece
of hardware that can hardly be used for other calibration
setups. On the other hand, the vast number of magnitudes,
functions, and ranges subject to calibration in modern EMI
measuring receivers urges for automated calibration processes
programmed for every different manufacturer and model in
order to deliver calibration results in a reasonable time frame.
Thus, the remarkable amount of resources and effort needed
for implementing a specific calibration bench suitable for EMI
measuring receiver undermines its widespread adoption by the
third-party calibration providers.
At European level, National Metrology Institutes (NMIs)
are concerned by the actual metrological capability (beyond
the calibration services provided by the first parties) to
provide complete calibration and traceability for EMI mea-
suring receivers. In such conditions, it is likely that even
accredited test houses are performing electromagnetic emis-
sions testing without an adequate traceability required by the
ISO/IEC 17025 standard. Actually, experience indicates that
EMI test receivers are often calibrated as spectrum analyzers,
which is insufficient. In fact, the critical functions of an EMI
measuring receiver that are involved in the determination of
compliance must be calibrated, including not only the reading
of the spectrum level but also its frequency selectivity and
response to pulses of the weighting detectors. Moreover, this
situation could happen unnoticed if the procedures involved
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Fig. 1. Block diagram of a real-time EMI analyzer.
in testing and auditing the performance of EMI test receiver
do not include specific CISPR 16-1-1 requirements. Hence,
many EMI measuring receivers are being calibrated only
according to the widespread guidelines used for spectrum
analyzers [3], [4].
The abovementioned situation was acknowledged in a
previous call from the European Metrology Programme
for Innovation and Research (EMPIR), the ongoing Joint
Research Project “Development of RF and Microwave
Metrology Capability,” also known as RFMicrowave
(15RPT01), pointed out that “... current knowledge between
EMC and RF&MW laboratories is very weak, which reduces
awareness in measurements/calibrations and, therefore the
overall quality of both EMC and RF&MW measurements” [5].
Particularly, the calibration of CISPR 16-1-1 pulse
generators can be challenging in terms of the required
accuracy in the determination of its spectral density, which
is ±0.5 dB [1], [6]. In a report from EURAMET, the results
from an interlaboratory measurement comparison of a pulse
generator in accordance with CISPR 16-1-1 were presented.
From the six laboratories that participated, METAS, PTB,
and Schwarzbeck successfully used a time-domain approach
with ultrawideband oscilloscopes, while the other participants
preferred to keep undisclosed their calibration method.
However, the spread of the results cannot be explained by
the uncertainties quoted by the participants [7].
In that sense, a strategy posed by the metrology community
for bridging this gap is to introduce a whole new set of
more repeatable, reproducible, and less hardware stringent
calibration and verification methods suitable for EMI measur-
ing receivers. Previously, the authors presented an automated
method for verifying the compliance of full time-domain
EMI (TDEMI) measurement systems. The verification method
has five stages that cover the baseline parameters that allow
an EMI measuring receiver to be compliant with CISPR
16-1-1 requirements, that is, sine-wave voltage accuracy,
absolute and relative response to pulses, frequency selectivity,
and voltage standing wave ratio (VSWR). Some satisfactory
results were presented for the 9 kHz–30 MHz frequency range,
which covers the CISPR bands A and B typically related to
conducted EMI measurements. The setup employed for the
verifications is very compact and uses an arbitrary waveform
generator (AWG) and a vector network analyzer (VNA) as
standard reference equipment [8].
The continuation of that work is presented here as a time-
domain waveform approach for assessing conformity of EMI
measuring receivers. By using synthesized multisine excitation
signals and modulated pulses, the proposed methodology is
aimed to characterize the accuracy, response to pulses, and
selectivity of the test receiver using a more accessible and agile
strategy, and is addressed to match specific requirements of the
FFT-based measuring receivers, including the new generation
of real-time EMI measuring systems and also oscilloscope-
based implementations of the test receivers, since they can
benefit the most from the time-domain measurements.
The structure of this paper is as follows. In Section II,
an explanation of two remarkable types of FFT-based EMI
measurement system is given. Then, Section III summarizes
the key CISPR 16-1-1 requirements that EMI measuring
receivers must comply with. Next, Section IV proceeds with
the description of the proposed approach for conformity
assessment in terms of the standard waveforms and their time-
and frequency-domain behaviors. Finally, Section V presents
some relevant measurement results of the baseline magnitudes
of an oscilloscope-based TDEMI measurement system, and
a comparison with the measurement results obtained with
a swept receiver is used for cross validation. At the end
of this paper, a discussion of scalability of this verification
method for calibrating test receivers is presented along with
the conclusions of this paper.
II. OVERVIEW OF FFT-BASED EMI MEASURING
RECEIVERS ARCHITECTURES
The modern generation of measuring receivers has
embraced FFT-based capabilities not only for speeding up
emissions’ testing but also to provide time-domain and time–
frequency analysis features useful for evaluating and mitigat-
ing the impact of transient and stochastic disturbances [9].
Currently, real-time analyzers and oscilloscope-based imple-
mentations are two differentiated approaches for implementing
FFT-based measuring receivers. In this section, both of them
are briefly explained in the light of CISPR 16-1-1 compliance
feasibility.
A. Real-Time Analyzers
A block diagram of the real-time EMI analyzer’s archi-
tecture is shown in Fig. 1. This type of measuring receiver
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Fig. 2. Block diagram of a full TDEMI measurement system.
uses the mixer and the local oscillator to convert the input
signal to a constant intermediate frequency (IF), similarly
as with the heterodyne architecture. At IF, the signal is
sampled fulfilling the Nyquist criterion using analog-to-digital
converters (ADCs) and filtered to avoid aliasing. The time-
and value-discrete IF signals are digitally downconverted to
baseband and then processed for obtaining the signal spectrum.
There are two possibilities for preparing a frequency-domain
display. The first one is using digital filters of certain resolution
bandwidth (RBW) for emulating the functioning of an analog
spectrum analyzer. The second option is to calculate the
spectrum of that portion of the spectrum using the FFT with
the corresponding windowing for achieving the exact RBW
setting. In both cases, it is still necessary to run through the
frequency range that has been set on, which means that for
spans larger than the IF bandwidth, several iterations of the
acquisition are required [10], [11].
B. Full Time-Domain EMI Measurement Systems
Full TDEMI measurement systems are oscilloscope-based
implementations of an EMI measuring receiver. In general
terms, a full TDEMI measurement system is described by the
block diagram shown in Fig. 2 [12], [13]. For the measurement
of radiated EMI, a broadband antenna shall be used, while
for the measurement of conducted EMI corresponds either a
current clamp or a line impedance stabilization network. The
measured signal could be amplified or filtered if this provides
better sensitivity. In the ADC, the full spectrum signal is
digitized in real time and stored in as a time-discrete value-
discrete signal.
The final measurement results are computed via
the processing techniques implemented in a software
layer that provides compliance with the relevant CISPR
16-1-1 requirements.
A screenshot of an actual implementation of the full
TDEMI by the Electromagnetic Compatibility Group (GCEM)
of the Universitat Politècnica de Catalunya (UPC) is shown
in Fig. 3. After deep memory acquisitions, the software of the
full TDEMI measurement system performs signal processing
tasks, including windowing, resolution enhancing, resampling,
spectral estimation (using the short-time FFT and Welch’s
method), and the detector emulation. Those mathematical
transformations are responsible for delivering the measurement
results in accordance with CISPR 16-1-1 requirements [13].
Full TDEMI measurement systems capture the whole spec-
trum of the EMI with every acquisition enabling multidomain
analysis. Besides, the triggering and multichannel capabilities
found in most oscilloscopes provide additional tools for testing
multifunctional mode equipment and for emissions testing
parallelization. On the other hand, much higher sampling
rates and a deeper memory are required than with real-time
analyzers. This imposes bandwidth and dwell-time constraints
based on the current oscilloscope technology.
C. Conformity Assessment Needs
Even though real-time analyzers are the intrinsically
suitable approach for reaching the higher frequencies with
sufficient dynamic range and sensitivity, both architectures
are converging in some aspects. For instance, commercial
real-time analyzers are offering a larger IF bandwidth. That
is the case of the TDEMI X from GAUSS Instruments, the
FSW-B512R from Rohde & Schwarz, or the N9030B-RT1
from Keysight Technologies having 645, 512, and 510 MHz
of IF bandwidth, respectively. Conversely, oscilloscopes with
an effective number of bits [14] suitable for general EMI
measurements below 1 GHz are common nowadays. Moreover,
PC-based oscilloscopes are more popular as the processing
power and the speed of the communication interfaces allow
for faster data transfer and software-based processing.
As both the described architectures for FFT-based measur-
ing receivers play an important role in EMI compliance testing,
they need a specific approach for assessing their conformity
with regard the relevant CISPR 16-1-1 requirements [15], [16].
Research on such aspects has been partially undergone pre-
viously, mainly in charge of the first party developers and
manufacturers [17]–[19]. Furthermore, a standardized method
for performing calibrations and verification of the FFT-based
measuring receivers in terms of the CISPR 16-1-1 require-
ments is not currently available. Sections IV and V will deepen
in such matters after the following enumeration of the baseline
requirements for EMI measuring receivers.
III. STANDARD BASELINE REQUIREMENTS FOR
ELECTROMAGNETIC INTERFERENCE
MEASURING RECEIVERS
The normative Annex K “Calibration requirements for mea-
suring receivers” of the CISPR 16-1-1 provides two alter-
natives with regard to the demonstration of compliance of
measuring receivers. The first possibility is using the manufac-
turer’s calibration method for assessing compliance. As stated
before, in many cases, this is neither feasible for manufacturer-
independent nor for in-house calibration laboratories, because
manufacturer’s calibration method can hardly be reproduced
due to the lack of procedural information and/or hardware
resources, e.g., the CISPR pulse generator. The alternative
is using a calibration or a traceable verification process that
includes at least the following parameters: VSWR, sine-wave
voltage accuracy, response to pulses, and selectivity.
Tables I and II summarize the standard baseline
requirements applicable to EMI measurement systems
in CISPR bands A–D. Those items constitute the baseline
(minimum) set of requirements that shall be covered by any
calibration or verification method.
Please note that a typical calibration certificate of an EMI
measuring receiver may include other additional performance
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Fig. 3. Graphical user interface of the full TDEMI measurement setup panel.
TABLE I
BASELINE CISPR 16-1-1 REQUIREMENTS FOR ELECTROMAGNETIC
INTERFERENCE MEASURING RECEIVERS
tests. However, since partial calibration is allowed by CISPR
16-1-1, the forthcoming description focuses on those that are
mandatory, critical, and/or different from the typical tests
calibrated in spectrum analyzers. Moreover, given that the
superheterodyne type of receivers has been excluded from the
scope of this paper, all the specifications that are not relevant
for the generality of FFT-based EMI measurement systems
have been omitted.
With regard to the requirements highlighted above, some
clarifications shall be made: 1) VSWR requirements are only
applicable to the 0-dB RF attenuation condition, conversely if
RF attenuation is used, the VSWR must be lower than 1.2; 2)
narrowband verifications at discrete suggested frequencies (the
start, stop, and center frequencies) are replaced by broadband
measurements; 3) the pulse repetition frequencies considered
are above 10 Hz, because this is the lowest mandatory
pulse repetition frequency that is common to all CISPR
frequency bands; and 4) for multichannel EMI measurement
system, each channel shall be individually and independently
verified.
IV. WAVEFORM APPROACH FOR ASSESSING CONFORMITY
OF CISPR 16-1-1 MEASURING RECEIVERS
As mentioned in Section I, the proposed methodology is
based on the exploitation of the AWG for the generation of
reference excitation signals employed for assessing the com-
pliance with CISPR16-1-1 baseline requirements. The VSWR
verification is excluded from the scope of the method, since
VNA-based measurements are easier and more suitable for this
purpose. The explanation of this approach is subdivided into
sine-wave and pulse response measures, as follows.
A. Sine-Wave Measures
Conventionally, the method for calibrating the sine-wave
accuracy in EMI measuring receivers consists in applying
a single tone with a well-known level and frequency and
amplitude. The reading of all the standard detectors must be
identical. The voltage of the excitation signal is indirectly
measured with a reference power meter.
Instead, the proposed approach uses an AWG for synthesiz-
ing a multisine-wave signal as the excitation. In that sense,
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TABLE II
REQUIREMENTS FOR THE RELATIVE PULSE RESPONSE OF THE STANDARD
WEIGHTING DETECTORS
let us define a standard periodic signal x(t) formed by a
well-known combination of tones with controlled amplitude,
frequencies, and phases as
x(t) =
Ntones∑
i=1
Ai ( fi ) sin((2π fi )t + φi ( fi )) (1)
where Ai , fi , and φi are, respectively, the amplitude, fre-
quency, and phase of the i th tone and Ntones is the number
of tones conforming x(t).
Such signal is designed for providing independent control
for the amplitude and phase of each tone, which allows
adjusting the crest factor in the time domain [20]. Then,
x(t) is numerically sampled at a rate fs ≥ 2 fmax, where
fmax is the upper bound of the frequency range to be evaluated.
A sampling rate greater than or equal to the sampling rate of
the measuring receiver is recommended.
A time-discrete signal x[n] is then obtained, where
n = 0, 1, 2 . . . is the integer variable used as the time step
index. At that point, a time period of x[n] is normalized
and transformed into a discrete-valued signal with the same
resolution of the AWG’s digital-to-analog converter (DAC).
Such time- and value-discrete vector is configured in the AWG
and its DAC’s output is smoothed by the interpolation filter and
then scaled for approximating the voltage waveform as faith-
fully as possible, obtaining xˆ[n]. Fig. 4 shows, as an example,
a period of a normalized multisine-wave excitation signal.
Considering the theoretical value of xˆ[n] is exactly known,
it can be used for calculating the reference spectrum,
Xˆ [ f ], of the excitation signal. Welch’s method for spectral
estimation is used as explained in [12] and [21]. An appro-
priate windowing function for providing a suitable RBW
must be selected, e.g., the Gaussian or the Kaiser–Bessel
functions [13]. Window overlapping of more than 90% is
recommended for reducing scalloping errors.
Fig. 4. Example of a multisine-wave excitation signal for assessing CISPR
band B.
Fig. 5. Reference spectrum of a multisine-wave excitation signal that follows
the CISPR 32 class B QP emissions’ limit.
Fig. 5 shows the amplitude spectrum calculated from the
theoretical excitation signal used in the previous example.
Please note that the time-domain waveform was designed
for providing tones with frequency-dependent amplitudes that
follow the CISPR 32 limit line defined for class B equipment
when using the QP detector. Beware, CISPR 16-1-1 does
not specify the particular signal level at which the sine-wave
level error calibration must be performed. However, authors
recommend using the emissions’ limit lines as the target for
adjusting the excitation signal level, since this is the condition
in which measurement accuracy is critical for determining
compliance with EMC standards.
Nonetheless, other criteria can be used for designing the
waveform of the excitation signal. For instance, pseudoran-
dom and independent amplitudes, frequency, and phases can
provide a noise-like multisine wave that allows obtaining
statistical information about the variability of the assessed
quantities.
In any case, the multisine-wave excitation signal must be
fed to the measuring receiver for measuring its spectrum.
The sine-wave accuracy is assessed by calculating the error
in the voltage measured with respect to the reference value
(previously calculated) at the exact frequencies for which the
tones were generated.
On the other hand, selectivity requirements are assessed by
iteratively measuring the 1.5-, 6-, and 20-dB decay bandwidths
for each tone generated. Finally, please note that the frequency
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TABLE III
STANDARD IMPULSE AREA SPECIFICATION
spacing of the multisine waveforms should respect RBW
requirements for avoiding the component’s overlapping.
B. Absolute and Relative Pulse Response
According to CISPR-16-1-1, the absolute and relative pulse
response for the peak, QP, average (AV), and rms detectors
shall be evaluated. The aim of these pulse measures is to emu-
late the broadband-impulsive interferences, which are common
in EMC tests. The requirements of these pulses are described
in CISPR 16-1-1, defining they must be flat in the frequency
band under assessment with a level equivalent to a tone having
an rms voltage of 2 mV, which means 66 dB (μV). These
flat pulses are applied for different repetition rates in order to
obtain a certain ratio between peak, QP, AV, and rms detectors,
weighting the repetitiveness of the measured interferences [1].
In the CISPR 16-1-1, the waveform of the pulses is defined
in open-circuit conditions according to their impulse area, and
those specifications are reproduced in Table III.
Therefore, if we consider the pulses are perfectly rectangu-
lar, the amplitude of the required impulse is given by
Aimp = Upeak × Td (2)
where Upeak is the peak voltage of the RF-modulated signal
during ON state and Td is the duration time of RF impulse in
the course of the ON condition.
With the standard approach, it is technically possible to
generate such flat pulse at all the frequency range for CISPR
bands A–D. However, this is no longer feasible for higher
frequencies, because there are no pulse generators capable of
producing such extremely high voltage in fractions of picosec-
onds. That is why CISPR 16-1-1 indicates that “above 1 GHz,
the required impulse area is defined using a pulse-modulated
carrier at the frequency of test...” Therefore, in CISPR 16-1-1
Annex E, an alternative method is mentioned for the impulse
evaluation above 1 GHz.
Nonetheless, in the proposed approach the AWG was only
used for synthetizing the standard pulses for bands A and B
while and for bands C and D the pulse-modulated RF tech-
nique mentioned in CISPR 16-1-1 Annex E was adapted.
Therefore, we propose employing this technique for frequen-
cies below 1 GHz as this procedure is easy to implement
and it is already widely accepted for larger frequencies,
as demonstrated by the accreditation of such procedure held
by recognized NMIs.
Hence, the test setup for assessing the absolute and rela-
tive pulse response of the measuring receivers is according
to Fig. 6.
Fig. 6. Simplified block diagram of the test setup for assessing the absolute
and relative pulse response of the measuring receivers.
TABLE IV
REFERENCE PULSE DURATION AND AMPLITUDE SPECIFICATION
The RF generator provides a continuous wave signal at
the different frequencies selected for bands C and D. Then,
the AWG produces the gating signal that modulates the carrier
by switching ON and OFF the CW signal, creating a pulse
according to CISPR16-1-1 requirements. Finally, the modu-
lated pulse is fed directly to the EMI measuring receiver. The
amplitude of the CW signal and the gating duration are defined
in Table IV for bands A–D.
The specific carrier frequency and pulse repetition frequency
of the modulating pulse must be iteratively configured to
provide the excitation waveform suitable to evaluate the pulse
response of the EMI measuring receiver in the conditions
specified in Table I. As an example, Fig. 7 shows a 1-GHz
pulse-modulated signal with a 1-kHz repetition frequency
generated for assessing the response to pulses of a measuring
receiver in CISPR bands C and D.
V. RESULTS
The following results are referred to the assessment of
conformity performed on two different versions of full TDEMI
measurement systems. The oscilloscopes involved are the
PicoScope 5444B from Pico Technologies (OSC1) and the
DPO5104B from Tektronix (OSC2).
The PicoScope 5444B has a 200-MHz bandwidth,
a maximum sampling rate of 1 GSamples/s, 512 MSamples of
memory depth, and its nominal input impedance is 1 M.
Therefore, an external 50- matching load was connected
in parallel to each oscilloscope’s input channel. This
measurement system is typically used for conducted EMI mea-
surement, and thus it was assessed in CISPR bands A and B.
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Fig. 7. Example of a 1-GHz pulse-modulated signal with a 1-kHz repetition frequency generated for assessing the response to pulses of a measuring receiver
in CISPR bands C and D.
Fig. 8. Band A sine-wave accuracy assessment with respect to CISPR 15 QP
emissions’ limits for a full TDEMI measurement system.
The DPO5104B has a 1-GHz bandwidth, a maximum sam-
pling rate of 10 GSamples/s, 50 MSamples of memory depth,
and its nominal input impedance can be set to 50 . This
measurement system is more suited for radiated EMI mea-
surement, and thus it was assessed in CISPR bands C and D.
In practice, it may require additional external preamplification
for increasing the sensitivity of the measurement system [12].
For generating the multisine-wave excitation signals, a pulse
function arbitrary generator model 81160A from Keysight
Technologies was used. It has a DAC with 14 bit of vertical
resolution at 2.5 GSamples/s and a 330-MHz bandwidth for
pulses extendable to 500 MHz for single tones.
An additional signal generator from Rohde & Schwarz
model SML was employed for providing the sine wave in
the assessment bands C and D. The switch Mini-circuits
ZSWA-4-30DR was used in the pulse response test setup for
modulating the sine waves according to the general procedure
previously explained.
Cable attenuation was corrected in measurements. In all
cases, low loss 50- coaxial cables were used and their
attenuation was measured for each frequency band.
Fig. 9. Band B sine-wave accuracy assessment with respect to CISPR 32 QP
class B emissions’ limits for a full TDEMI measurement system.
A. Multisine-Wave Measurements
Previously, it was mentioned that different criteria could
be used in the definition of the waveform of the test sig-
nal. In this regard, the multisine-wave signal employed for
assessing OSC1 was designed using a couple of standard
limit lines as reference. Conversely, OSC2 was evaluated
using a pseudorandom selection of the amplitude of the
individual tones. It is important to state that, even if nei-
ther criterion is preferred in terms of assessing compliance
with CISPR 16-1-1 baseline requirements, however, they
can deliver different insights, as it will be shown in what
follows.
Figs. 8 and 9 show the measurement results of the sine-
wave accuracy assessment performed for the abovementioned
measuring receiver in CISPR bands A and B, respectively.
In both figures, the blue dashed line represents the target
level and the red and cyan lines provide an indication of
the tolerance defined in Table I. Likewise, the black circles
correspond to the achieved reference level, while the magenta
markers symbolize the measurement result.
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Fig. 10. Band A frequency selectivity assessment with respect to the
equivalent IF filter mask.
Fig. 11. Band B frequency selectivity assessment with respect to the
equivalent IF filter mask.
On the one hand, band A target level was selected
based on the QP limits for radio disturbances applicable
to electrical lighting equipment according to the CISPR
15 standard [23]. On the other hand, band B target
level was chosen based on the QP emissions limits for
class B (domestic) equipment according to the CISPR
32 standard [24].
In both cases, just a single measurement was required
for assessing the compliance of each CISPR band in terms
of the accuracy of sine-wave measures, which, in this case,
is favorable because worst case errors are lower than ±1 dB.
Moreover, the same measurement results were used for
calculating the 1.5-, 6-, and 20-dB decay bandwidth at each
frequency component of the spectrum. Figs. 10 and 11 present
the midband frequency deviation obtained from previous mea-
surements. Mean values are marked with an “x” along with
an error bar symbolizing the range of the variations of each
measure. Again, results demonstrate compliance with CISPR
16-1-1 standard requirements.
Fig. 12 shows the summary of the measurement results from
the sine-wave accuracy, frequency error, and selectivity assess-
ment performed using pseudorandomly generated sine-wave
excitations signals in bands C and D; 200 sine waves with
random amplitude, frequency, and phase were generated at
Fig. 12. Bands C and D sine-wave level error, frequency error, and
selectivity assessment using pseudorandom multisine excitations for a full
TDEMI measurement system.
each band. The amplitudes were uniformly distributed between
80 and 120 dB(μV), the phases were uniformly distributed
in the [0, 2π] range, and the frequencies where equidistantly
chosen between the upper and the lower frequency of the band
plus a random frequency shift uniformly distributed between
±RBW/2.
In this regard, the three subplots in Fig. 12 show that the per-
formance of the full TDEMI measurement system is compliant
with standard requirements, since all the measured points
are included in the tolerance margins declared in Table I.
Interestingly, this methodology can be interpreted as an
empirical Monte Carlo evaluation of the baseline parameters
variability in measuring receivers.
Consequently, the statistical information obtained from pre-
vious measurements enabled additional exploitation of the
result, comprising the analysis of the approximated distribution
of the parameters under assessment.
Fig. 13 shows the histograms of relative frequency for the
error in the amplitude of the measured tones. This information
can be used in more realistic uncertainty estimations in EMI
measurements.
B. Absolute and Relative Pulse Response
The pulse response assessment is shown in Fig. 14 for
bands A and B (OSC 1) at the reference repetition frequency.
The most relevant aspects to notice are the flatness of the
frequency response and the ratios between peak/QP and QP
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Fig. 13. Approximated empirical probability distribution for the amplitude
error in sine-wave measurements for a measuring receiver in bands C and D.
Fig. 14. Bands A (above) and B (below) assessment results of the absolute
response to pulses for a full TDEMI measurement system (OSC1).
average, which fulfill standard requirements. It is important to
highlight that this is a full-spectrum and multidetector char-
acterization of the pulse response. For band A, the maximum
errors registered were 0.7, 0.17, and 0.19 dB for the absolute
TABLE V
RESULTS FROM THE RELATIVE PULSE RESPONSE VERIFICATION
-8
PK, the QP/PK, and the QP/AV responses, respectively. For
band B, the maximum errors registered were 0.8, −0.13,
and −0.4 dB for the absolute PK, the QP/PK, and the QP/AV,
respectively.
With regard the assessment of the relative pulse response,
the results were satisfactory for both versions of full TDEMI
measurement systems, that is, bands A and B for OSC1 and
bands C and D for OSC2. Table V shows the mean value
of the measurements performed in each frequency band. For
bands C and D, only pulse repetition frequencies above 100 Hz
were validated due to the oscilloscope memory constraints
that did not allow measuring sufficiently large time record.
Additionally, for bands C and D, pulse response measurements
were performed at 30 MHz, 300 MHz, and 1 GHz.
Table V results must be compared with Table II require-
ments in order to determine if the measured relative pulse
response is within the tolerances defined in the CISPR 16-1-1
standard. For example, the specified relative response of the
peak detector with respect to the QP detector at a repetition
frequency of 20 Hz is 13.1 ± 1.5 dB and the result from
the assessment was 13.2 dB, which is satisfactory. A similar
analysis is applied to every band, detector and pulse repetition
frequency.
VI. MEASUREMENT UNCERTAINTY
The accuracy of the measurement system is the foun-
dation for a method to become accepted as relevant for
the application it is intended to address. On the one hand,
the waveform approach for assessing conformity of CISPR
16-1-1 measuring receivers would only be conclusive if the
pulse generators provide excitation signals that are precise
and well fitted to their expected mathematical representation
(golden reference). On the other hand, it is also important
to estimate the uncertainty of the measurements made with
a full TDEMI measurement system following the CISPR
16-4-2 approach [24]. Therefore, this section discusses the
appropriateness of the proposed assessment method in terms of
the characterization of the pulse generators, the adequacy of
the oscilloscopes’ specifications (ADC dynamic figures) for
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EMI measurements, and the overall uncertainty analysis of
the assessment performed to the full TDEMI measurement
systems.
A. Characterization of the Pulse Generators
The 81160A pulse function arbitrary noise generator, which
was used for obtaining most of the presented results, has
14 bits of vertical resolution in the DAC, can deliver up to
2.5 GSamples/s, has a time resolution of 300 ps ± 50 ppm, and
has a 330-MHz bandwidth for pulses extendable to 500 MHz
for single tones. Similarly, the SML signal generators provide
an accuracy in the sine-wave level that is better than 0.5 dB
for frequencies below 2 GHz.
In practice, the spectrum of the abovementioned pulse
generators can be calibrated using the black box approach
focusing on the parameters that are relevant for assessing the
EMI measuring receivers. Even if a comprehensive description
of the calibration methods for pulse generators is beyond the
scope of this paper, it is important to consider the following
aspects.
First, the calibration of a CISPR pulse generator can be
performed by several methods, such as the measurement of
one spectrum line amplitude [25], the Fourier transform of
time-domain pulse waveform [26], and the IF measurement
method. From the metrology point of view, the most accurate
is the Fourier transform from samples of a well-characterized
oscilloscope (broadband sampling oscilloscope with character-
ized attenuators at the input). However, such a characterization
is likely to be beyond the actual capabilities of secondary-
level calibration laboratories or in EMC test laboratories. Still,
CISPR 16-1-1 Annex B states that “The impulse area should
be known within ±0.5 dB and the repetition frequency to
within about 1%” [1] can be shown to be achievable even
by using low-grade oscilloscopes.
Conversely, calibrating the spectrum of complex multisine-
wave signals used in the assessment of the level accuracy is a
more challenging task, because it is not possible to measure
with a calibrated thermal or diode power detector. For this
purpose, a calibrated spectrum analyzer could be used to
tune the desired tone with proper RBW. Experience indicates
that the typical uncertainty of this kind of measurement is
below 0.2 dB. Lower uncertainties could be achieved by using
the FFT-method and metrology-level digitizers of appropriate
resolution (16 bit or higher).
Finally, it is important to remark that metrological
traceability is fundamental for the reliability of the proposed
assessment method. The reference waveform generators
must be characterized and calibrated independently before
being used for assessing a measuring receiver. Moreover,
any conformance testing report resulting from applying the
proposed assessment method must include a statement of the
uncertainty of the reference waveforms used for evaluating
the measuring receiver.
B. Oscilloscopes’ Specifications and EMI Measurements
Table VI presents the relevant specifications of OSC1 and
OSC2 when they are configured at the actual operating settings
TABLE VI
OSCILLOSCOPES SPECIFICATIONS AT THE OPERATING CONDITIONS CON-
FIGURED IN THE FULL TDEMI MEASUREMENT SYSTEM
of full TDEMI systems. In both cases, the specified accuracy
of the signal level at the output of the generator is significantly
better than the measurement accuracy of the oscilloscopes
and satisfy the baseline requirements of CISPR 16-1-1 shown
in Tables I and II. For those reasons, the suitability of the
proposed assessment method is, in principle, granted for the
application which it is intended.
Considering the criteria above, it is reasonable to assume
that the errors observed in the sine-wave level characterization
are primarily due to the receiver implementation under assess-
ment. Henceforth, one could argue that even if the observed
sine-wave level error is compliant with CISPR 16-1-1,
the accuracy of the assessed full TDEMI measurement systems
is rather low from a metrological perspective, in comparison
to what could be expected entirely from frequency-domain
receivers.
Nonetheless, it is important to remind that in practice, when
it comes to real-life EMI measurements, the most important
feature of a test receiver is its capability for detecting noncom-
pliant electromagnetic emissions and worst case disturbance
events. That is the key reason why FFT-based systems offer
advantages to practitioners, even if this means compromising
the dynamic range, the sensitivity, and the accuracy in com-
parison to measuring receivers based on the superheterodyne
architecture. In fact, this is possible thanks to the not-so-
restrictive baseline requirements of CISPR 16-1-1.
C. Uncertainty on the Assessment of Full TDEMI Receivers
The main contributions to the uncertainty in the measure-
ment performed during the assessment are associated with
the signal acquisition (cable attenuation, mismatch, ADC
resolution, thermal noise, linearity, and so on) and to the signal
processing.
In that sense, the uncertainty contribution due to impedance
mismatch, uM , between the cable from the signal generator
and the oscilloscope channel is given by
uM = 1√
2
20 log(1 + |1||2|) (3)
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TABLE VII
GENERAL UNCERTAINTY BUDGET FOR THE ASSESSMENT OF A FULL
TDEMI MEASURING RECEIVER
where 1 is the reflection coefficient of the cable and 2 is
the reflection coefficient of the oscilloscope.
Moreover, the uncertainty of the limited oscilloscope verti-
cal resolution, ures, is given by
ures = 2√
6
Umax
Umeas(2ENOB)
∗ 100[%] (4)
where Umax is the full vertical scale, Umeas is the measured
amplitude, and 1/
√
6 is due to the triangular distribution.
Moreover, there is also the uncertainty contribution of the
oscilloscope gain at dc, which is calibrated with a precision
dc source and digital voltmeter.
Likewise, the uncertainty due to the oscilloscope noise can
be calculated using
unoise =
√
4kT B R (5)
were k is the Boltzmann constant, T is the temperature
in Kelvin, B is the oscilloscope bandwidth, and R is the
oscilloscope input impedance.
Finally, the uncertainty contribution of the oscilloscope’s
linearity and time base errors is evaluated using precise and
well-known sinusoidal test signals of different amplitudes and
frequencies.
Regarding the uncertainty contribution of the signal process-
ing performed by the full TDEMI software, uDSP, it is due
to the mathematical operations of windowing, resampling,
flatness correction, padding, and rounding, among others, that
are performed before providing the EMI measurement results
to the end user. This uncertainty contribution has been bounded
to less than 0.05 dB in 99% of cases. This estimation has
been made by means of testing the algorithms with ideal
mathematical representations of the input signal. Monte Carlo
simulations have been used to exercise the algorithms with
millions of possible combinations of the actual measurement
parameters in order to obtain a realistic quantification.
Table VII shows an example of the measurement uncertainty
estimated for the assessment of the full TDEMI measurement
system based on OSC1 for CISPR band B. This general budget
can be filled with the values of other bands or oscilloscope
models.
VII. CONCLUSION
In this paper, a time-domain-based waveform approach was
used for assessing the conformity of measuring receivers
with respect to CISPR 16-1-1 requirements. The frequency
range covered was 9 kHz–1 GHz, comprising CISPR
bands A–D. The proposed test setups are more affordable, ver-
satile, and flexible than conventional implementations based
on manufacturer’s calibration methods. Moreover, it was
demonstrated that the usage of the CISPR baseband pulse
generator can be avoided by taking alternative approaches
such as employing AWG. In fact, results could encourage test
houses and manufacturer-independent industrial calibration
laboratories to implement their own assessment bench for the
internal verification of the receiver’s baseline requirements.
A key advantage of this approach is that waveforms can be
represented as numerical vectors and they could be easily
reproduced or shared by any laboratory having an adequate
AWG. On the other hand, the scalability of our approach is
granted with the usage of AWG of broader capacity.
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